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INTRODUCTION.
The speed of sound c is a characteristic property of a material, dependent on the thermodynamic variables of temperature (T), pressure (p) and density (ρ). The ordinary acoustic wave in a fluid corresponding to those normally audible to the human ear is independent of frequency. The theoretical value for the speed of sound in air at 0 o C is : c=331.6 m/s
The theoretical prediction of the speed of sound for liquids and solid materials is considerably more difficult than the gases. However, it is possible to show theoretically that for longitudinal waves on bars the speed of sound is expressed by 1 : where Y is Young´s modulus or modulus of elasticity, characteristic of the material.
The photoacoustic effect was discover by A. Bell 2 in 1880 and consists in the generation of sound waves in a material caused by the excitation with pulsed or modulated light.
In the case of using pulsed lasers, ultrasonic waves are generated, that can be detected with piezoelectric transducers. In our research laboratory, we have used this technique to characterize properties of diverse materials [3] [4] [5] .
On the other hand, in our teaching laboratory, low cost pulsed N 2 lasers emitting in the ultraviolet region of the spectrum have been built, and an immediate application is to measure the speed of the sound in different materials such as metals, polymers, inorganic materials, and material compounds applying a photoacoustic method.
Currently, there are many the diverse techniques based on the photoacoustic effect and it is one of the more active research and technological development areas.
The main idea of this work is to present a simple experiment, using the photoacoustic effect, and a homemade Nitrogen laser, to measure the speed of sound in solid materials. This experiment can be accomplished at the undergraduate level and with a low budget.
NITROGEN LASER.
The nitrogen laser is a very special type of gas laser. First, the lifetime of the upper laser level is shorter than the lower one. This property does not allow the N 2 laser to operate in the continuous mode. Therefore, the N 2 laser can only be operated in the pulsed mode where the maximum width of the pulse is limited by the upper laser level lifetime and it is about 5 ns. Nitrogen molecules are excited by gas discharge produced from a short but fast rise time electrical pulse. The excited molecules will relax to the lower state by radiation producing light at a wavelength of 337 nanometers, which is not visible. However it could be detected through a white sheet paper that fluoresces with the light producing a violetblue spot on it. Besides this, the gain coefficient of the N 2 laser is very high. Nitrogen lasers are also known as "superradiant" lasers. This type of laser is operated without any optical resonator. It has been used extensively as a pumping source for dye lasers 6 and in photochemistry.
The experimental setup of the homemade nitrogen laser is shown in Figure 1 . The system consists of a low inductance Blumlein transmission line, that can be easily made with tree flat plates of aluminum and an insulator (dielectric) forming two condensers (C1, C2) with a common base plate, see Figure 1 . Over the plates there are two cylindrical parallel electrodes separated by about 3 mm and connected by a coil (L). The condensers are charged through a high rectified voltage source, so that both reach the same potential. When the voltage reaches the air breakdown, a spark jumps between the electrodes exciting the gas, inducing the population inversion and producing laser radiation. The construction details and characterization of this type of laser can be found in the reference 7 . Figure 1 shows the scheme of the electrical circuit of the N 2 laser and in Table 1 the principal characteristics of this laser are presented. As we said, this laser was used to measure the speed of the sound in different materials with a photoacoustic technique, but any pulsed laser can be used in the following experiment; for example Nd:YAG laser, which is now a very common laser in many research and teaching laboratories. The photoacoustic technique using pulsed lasers has become a new experimental tool for material characterization 3 . This technique uses a mechanical wave generated on the surface of the material that travels at the speed of sound and is detected by using a piezoelectric transducer. The important advantages of this method are [4] [5] that special sample preparation is not required and no signal amplification is required due to the high signal to noise ratio obtained with piezoelectric transducers.
In photoacoustic experiments the interaction between the laser beam and the lattice produces an acoustic signal PA(t) 5 which contains phenomenological information of the material. PA refers to the photoacoustic nature of the signal. And the index t indicates that PA is function of time. Once the signals are displayed on an oscilloscope, it is possible to measure the arrival time, or, they can be mathematically treated to extract the important physical information to obtain for example, phase transitions if the experiment is performed with a temperature variation 8 .
As the photoacoustic signal is generated on the surface of the sample, and travels at the characteristic speed of sound of the material, we only need to know the thickness of the sample and the time required to travel in it.
EXPERIMENTAL SET UP.
Figure 2 presents an experimental scheme for the photoacoustic method where the homemade Nitrogen laser is used to excite a sample coupled to a piezoelectric sensor. The transducer is also easy to build and a schematic diagram is presented in figure 3 . We used a piezolectric ceramic as it is a sensor that can be obtained from a cigarette lighter. We put it in a metallic cartridge shell, with a BNC connector, that is connected directly to an oscilloscope. In the diagram we also show a lead block and another of copper, the first one is to suppress the rebounds of the acoustic wave and the second one is to couple a spring that is maintained tight and makes a good acoustic coupler to the sensor.
We used a quartz lens to focus the beam on the sample to increase the energy density. If the laser used has sufficient energy, it is not necessary to focus and also no quartz lens is required. It is necessary to ensure that the acoustic signal measured is synchronized with each pulse of the laser. Therefore, we used a photodetector that sensed part of the laser light through a beam splitter, and was connected to one of the channels of a 100 Mhz oscilloscope as a trigger source. This reference signal will be our zero in time with respect to the arrive of the acoustics signal.
High voltage pulses produce electromagnetic noise. So a Faraday cage should be used in order to avoid problems in the signal displayed at the scope. In the case that a Faraday cage is not available, as the electromagnetic noise appears at the beginning of the signal, a wave-guide for the acoustic wave measured can be used. Figure 4 shows a typical signal obtained without a Faraday cage. The oscilloscope was triggered by the photodetector as we explained before or by the noise generated by the discharge, with an extent of 5 µs. In this case, it is necessary to use a wave-guide in order to decouple the acoustic signal. We used a glass rod 8 cm long and since the sound speed in glass is 5450 m/s, the arrival time is about 14 µs, and this is a constant for all measurements.
Another way to decouple the noise from the acoustic signal is by using thick samples, but depending on the kind of material, the attenuation can be strong. We recommend to use a glass rod where the attenuation is less than 15 %.
The acoustic coupling is very important for an efficient transmission of the acoustic energy. So it is recommendable to glue the sample, the wave-guide and the transducer together.
The amplitude of the acoustic signal is directly dependent of the energy and depends on the absorption coefficient as (1-10 -A ), where A is the optical absorbance of the sample. So, high absorption assures high amplitude. If the front side of the sample reflects the laser wavelength, painting in black allows signal amplitude enhancement.
Here we first report the sound speed measurement obtained by a low energy laser, so, we are on the worst conditions. Table II shows the arrive times measured obtained by averaging 2000 pulses together with the thickness of the samples and the calculated speed of sound and the reported values found in the literature.
RESULTS
Observe that the agreement for homogeneous inorganic materials is quite good. The maximum deviation is presented for Aluminum where we have an error of 7.86 %. The Copper presents a smaller error (less than 1 %), due to the fact that Cu has good absorption properties in the UV, giving a high acoustic signal amplitude. For the organic materials, we did not find reported values, however, the obtained results are reasonable, taking into account that hard bone presents a porous region in the middle part, and that the soft bone is very flexible and the thickness was difficult to measure exactly. 9.184e-6 2526 ---* see reference [1] On the other hand, if we want to improve the accuracy of the measurements, different thickness of the samples must be used. In this case we can measure the peak of the signal (see figure 4) . As the length of the sample increases, the peak moves to longer times which can easily be measured. Figure 5 presents an example measured in Copper, where we have measured samples of 5 different thickness, detecting the arrive time of the first peak. In Figure 5 a graph of thickness vs arrival time is plotted, so from the slope of this curve the speed of sound can be obtained. In this method we found the same values reported with an uncertainty of ± 5 m/s. For these experiments it is only important to measure the thickness of the sample from the laser spot to the transducer, therefore thickness and size of the sample are not important. In these experiments we employed 3 homogeneous materials (Copper, Aluminum and Teflon TM in a cylindrical shape) and two no homogeneous organic materials (hard bone and soft bone in a irregular form). In the case of the no homogeneous materials, it is necessary to take into account the laser spot diameter. The spot must illuminate a broad area of the sample in order to obtain a global average of the sound speed in this material.
CONCLUSIONS.
We present a photoacoustic method as a versatile tool to measure the speed of sound in different materials. To generate the acoustic signal, a homemade Nitrogen laser was used. Good results were obtained in the determination of the arrival times of the photoacoustic signals for homogeneous inorganic materials. Also, in organic materials it is possible to obtain average values but with increased the uncertainty due to low level amplitudes of photoacoustic signals caused by absorption.
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